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Abstract. Heat-induced tissue fusion is an important procedure in modern surgery and can greatly reduce
trauma, complications, and mortality during minimally invasive surgical blood vessel anastomosis, but it may
also have further benefits if applied to other tissue types such as small and large intestine anastomoses.
We present a tissue-fusion characterization technology using laser-induced fluorescence spectroscopy,
which provides further insight into tissue constituent variations at the molecular level. In particular, an increase
of fluorescence intensity in 450- to 550-nm range for 375- and 405-nm excitation suggests that the collagen
cross-linking in fused tissues increased. Our experimental and statistical analyses showed that, by using fluo-
rescence spectral data, good fusion could be differentiated from other cases with an accuracy of more than 95%.
This suggests that the fluorescence spectroscopy could be potentially used as a feedback control method in
online tissue-fusion monitoring. © 2014 Society of Photo-Optical Instrumentation Engineers (SPIE) [DOI: 10.1117/1.JBO.19.1.015007]
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1 Introduction
The use of heat for tissue sealing or approximation has attracted
much attention in many modern surgical fields. For example,
heat-induced vessel sealing by energy-based devices has been
experimentally studied and clinically implemented for some
time.1 Different energy sources have been used for tissue heating
and fusion including ultrasound, radiofrequency (RF), and laser
energy. Of these, ultrasonic dissectors (e.g., CUSA, Integra,
New Jersey; Selector, Surgical Technical Group, Hampshire,
GB; Autosonix Autosuture, Norwalk, Connecticut; Ultracision,
Ethicon Endo-Surgery, Norderstedt, Germany) and an RF bipo-
lar vessel sealer (e.g., LigaSure, Covidien, Boulder) are com-
mercially available and clinically used as common practice in
the operating theatre. As a result of the enormous success of
energy-based devices in vessel sealing, a new research direction
is currently being investigated to transfer such technologies to
other tissue types (e.g., small bowel) during surgical procedures,
such as bowel anastomosis, to replace traditional hand suturing
or stapling.2,3
Bowel anastomosis is a routine procedure in modern surgery
to restore bowel continuity after surgical resection due to intes-
tinal malignancy, inflammation, or obstruction. There are
approximately 2.5 million bowel anastomoses performed annu-
ally worldwide. The existing tissue anastomosis techniques of
suturing and stapling may have limitations and problems
such as bleeding and leakage from suturing sites. These
complications may result in trauma, infection, and retained
foreign materials, leading to a significant increase in morbidity,
mortality, and additional cost in treatment. Energy-based anas-
tomosis devices hold the promise of replacing hand suturing and
stapling in surgery to become the next-generation anastomosis
technology. Such a technology exploits the heat-induced anas-
tomosis of native tissues. High-quality tissue sealing as a result
of simultaneously applied heat and compressive pressure (CP)
can be achieved without using any foreign materials and, thus, is
expected to greatly reduce morbidity, mortality, and additional
treatment cost.
There are two main challenges that need to be addressed in
this field. First, although the mechanism for heat-induced tissue
fusion, particularly for blood vessel sealing, has been studied,1,4
such a process is not fully understood on a molecular level.
Second, existing thermotherapy procedures mainly rely on pre-
determined dosimetry such as heating power or applied voltage.
In bowel anastomosis, however, due to the complex and variable
nature of bowel tissue, instead of predetermined dosimetry, a
monitoring or feedback control strategy should be implemented
in real time. Among others, parameters such as temperature,
thermal spread, optical transmittance, or impedance have
been suggested. It is not yet known how these parameters are
able to provide insights into molecular structural changes.
Laser-induced fluorescence (LIF) from endogenous fluoro-
phores provides an attractive method for noninvasive tissues
characterization.5 The variation in LIF properties is often due
to changes in fluorophore concentration, fluorophore spatial
distribution, metabolic state, biochemical/biophysical micro-
environment, tissue architecture, and attenuation arising
from chromophores and scatterers.6 The endogenous fluoro-
phores in tissues consist of collagen cross-links (excitation:
360 nm; maximum emission: 450 nm),7–11 elastin (325 nm;
400 nm),5 NAD(P)H (351 nm; 460 nm),12 FAD (450 nm;
535 nm),12 bile (380 nm; 425 nm),13 and lipopigments (broad
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excitation and emission).5,14 The LIF spectrum mainly arises
from the superposition of the fluorescence from all these
fluorophores.
While most of the LIF studies have focused on differentiating
malignant and normal tissues in disease diagnosis,15 there are
existing studies on the variation of tissue fluorescence due to
temperature and other thermo-transformations. For instance,
Lin et al.16 studied the use of fluorescence measurements to
monitor thermal damage induced on canine liver samples,
which were subjected to isothermal baths at different tempera-
tures and for different incremental durations. Theodossiou et
al.17 studied irreversible thermally induced changes in collagen
through LIF. Lin et al.18 observed that LIF did not suffer a clear
decrease in intensity even above denaturation temperature and
hypothesized that cross-links were less susceptible to the heat-
ing process than hydrogen bonds in the triple helix, and further-
more, that fluorescence could still be detected when collagen
fibrous structures were replaced by an amorphous arrangement
(occurring at around 75°C).
Intestinal tissues share many compositional similarities with
other tissue types including the fluorophore content such as col-
lagen and elastin. The gastrointestinal tract consists of four dis-
tinct layers (mucosa, submucosa, muscularis, and serosa) that
possess different fluorescence characteristics due to the varia-
tions in fluorophore composition and arrangement.19–21 The sub-
mucosa is by far the most fluorescent layer for ultraviolet (UV)
excitation due to its high collagen content, and this can be used
as the basis of characterization of intestinal tissues subjected to
heat using LIF. Particularly, we expect to see the fluorescence
emission from collagen cross-links, which are an important indi-
cator for fusion mechanical strength. Furthermore, fluorescence
spectroscopy can be fast, noninvasive, and quantitative.12 The
fact that only a few points need be probed and that certain dis-
crete spectral features can be used to create a diagnostic indica-
tor makes it a relatively cheap and accessible modality to
implement and use.22
In this study, we performed heat-induced porcine small
bowel fusion by using RF energy, and, for the first time to the
best of our knowledge, we demonstrated the use of LIF to char-
acterize fusion in vitro. Histopathology analysis was conducted
to gain direct knowledge into the fused-tissue architectural
changes. Fused-tissue mechanical strength was assessed by a
burst pressure (BP) testing system. We measured the tissue fluo-
rescence spectra with two excitation lasers at 375 and 405 nm
and investigated the difference in the fluorescence spectra in
relation to the quality of fusion. Using LIF to determine the
fusion quality is also discussed.
2 Materials and Methods
2.1 Animal Tissue Preparation
Fresh porcine small bowels were obtained from a local abattoir,
cut into 20- to 30-cm long segments, moistened with physiologi-
cal saline, and refrigerated at 4°C for up to 30 h (from the time of
slaughter) until needed for fusion experiments. Prior to the
fusion experiment, a segment of small bowel was selected and
immediately dissected into 5-cm-long pieces for tissue-fusion
experiment. Prepared 5 cm samples were kept hydrated in sealed
plastic sample bags with saline and used within 30 min.
2.2 RF Tissue Fusion
The RF tissue fusion setup is shown in Fig. 1. The RF generator
is an energy research tool prototype (developed by Covidien,
Boulder, Colorado) capable of delivering a programmable sinus-
oidal current from 0 to 7 A and a power from 0 to 350 W. An
operating RF frequency of 472 kHz was chosen to avoid neuro-
muscular stimulation and electrocution. A bipolar anastomosis
prototype was used as the tissue-sealing device in this experi-
ment with jaws to clamp on the tissue sample, with RF energy
supplied by the embedded electrodes in the jaws during the
application of CP provided by an air compressor connected
to the jaws. Prewritten RF energy control algorithms were
loaded into the tissue fusion software written in LabVIEW
[National Instruments (NI), Austin, Texas] in the PC to control
the entire procedure. The algorithm was configured to control
RF energy delivery to ensure a predetermined variation in tissue
impedance profile,2,3 i.e., to first raise the tissue impedance rap-
idly to a starting threshold and then to maintain a slowly rising
impedance until the impedance finally reaches the preset end
impedance.
During RF fusion, a piece of porcine small bowel sample was
clamped between the fusion device jaws. The RF generator sup-
plied the RF energy and also continuously monitored both the
voltage and the current delivered to the tissue. The varying tissue
impedance was then obtained by using the real-time voltage and
current readouts. The air compressor was capable of supplying a
variable CP from 0 to 0.5 MPa via a pneumatic system inte-
grated with the anastomosis prototype device.
2.3 Temperature Measurement
Tissue temperature was measured using a fine-tip (0.005 in.)
Teflon-insulated J-type thermocouple (5TC-TT-J-36-36, Omega
Engineering, Bridgeport, New Jersey). The thermocouple was
Fig. 1 (a) Radiofrequency (RF) tissue fusion setup and (b) a typical tissue temperature profile during
fusion.
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inserted through slits made on the sealing device jaws and glued
in place at the top of the slit, so that its tip emerged 0.25 mm
above the electrode surface. In this way, the thermocouple was
in contact with the tissue surface without piercing it and was
insulated from the electrodes. The communication between
the thermocouple and the computer was achieved through an
NI PXI-6289 DAQ board and an NI SCC-68 terminal block.
The latter hosted four NI SCC-TC02 Thermocouple Signal
Conditioning Modules. Each SCC-TC02 could drive one
thermocouple and had individual signal conditioning modules
with a 2-Hz low-pass filter, which filtered out the RF signal
and eliminated the RF interference from the thermocouple
readout.
2.4 Laser-Induced Tissue Fluorescence
Measurement
The LIF system is described briefly in this section. The UV-laser
fluorescence system employed two excitation laser diodes
emitting at 375 and 405 nm. The rationale for the excitation-
wavelength selection is given as follows. In existing large
bowel ex vivo studies,19,20,22 both 375- and 405-nm excitations
were used. Furthermore, in one of the few small bowel studies,14
excitation wavelengths such as 760 and 820 nm were used for
two-photon excitation. These correspond to 380- and 410-nm
excitations in conventional fluorescence studies. In addition,
as suggested by Zonios et al.,19 due to hemoglobin absorption,
the collagen peak appears at 460 nm (red shift) instead for bowel
tissues, and this collagen peak falls within our excitation and
detection bands. A custom-made fiber-optic probe (Romack,
Inc., Williamsburg, Virginia) formed a two-way laser delivery
and fluorescence collection device, consisting of six hexago-
nally packed collection fibers surrounding an excitation fiber
(Fig. 2). The diameter and numerical aperture of the fibers
were 200 μm and 0.22, respectively, and the fiber material
was chosen to have low autofluorescence and attenuation in
the UV spectral region of interest. The probe distal tip was
covered by a glass window, and the fibers and window were
housed in a stainless steel tube with an external diameter of
2 mm. This could enable it to be inserted into small slits
made on the sealing device jaws for future real-time analysis.
The proximal end was divided into two arms: the first one
contained the excitation fiber and was coupled to the laser optics
using an SubMiniature version A (SMA) connector; the second
arm included the six emission fibers arranged in a linear array
inside another SMA connector. During LIF, the proximal end
was made perpendicular to the sample plane in gentle contact
with the sample without inducing any pressure.
The laser outputs were collimated by 4.6-mm focal length
lenses, and the beams were coupled into the excitation fiber
using an 8-mm achromatic focusing lens. Two steering mirrors
were used to optimize the alignment and to maximize the cou-
pling efficiency. Two program-controlled beam shutters were
placed in front of laser diodes to switch laser exposure on
and off as well as to control the exposure durations. The output
optical power at the distal end of the probe was 3.5 mW.
The fluorescence emission from the six collection fibers was
focused onto the 80-μm-wide input slit of an imaging spectro-
graph (Specim Ltd.) using an achromatic lens doublet (60 and
30 mm). A 430-nm long-pass filter was inserted between these
two lenses to block the excitation laser reflections from the sam-
ple. The light dispersed by the prism-grating-prism element of
the spectrograph was then acquired with a sensitive-cooled
CCD camera (Retiga EXI, QImaging, Surrey, Canada, 1392×
1040 pixels). All optical components were assembled using a
cage system and a breadboard so that the system was robust
and portable. A LabVIEW program controlled the exposure
time and beam shutters and enabled acquisition of fluorescent
signals from the laser diode with an adjustable number of
measurements.
2.5 BP Measurement
The mechanical strength of the fused tissue was evaluated by a
BP testing system custom built in the lab. This system consisted
of a syringe pump, a pressure gauge, a sample injection needle,
and a surgical clamp to close the small bowel tissue. The main
arm of a Y-splitter tubing system was connected to a water-filled
syringe controlled by the syringe pump. The other two split arms
were connected to the pressure gauge and the sample injection
needle, respectively. The surgical clamp sealed the other end of
the piece of fused small bowel to make it a “tissue balloon.” The
sample injection needle was used to pierce the small bowel tis-
sue to allow water to be infused into the sealed bowel without
damaging the seal. As the amount of water inside the tissue was
increased at a rate of 20 mL∕min using the syringe pump, the
pressure also increased until the fused tissue leaked or burst at
the fusion line, and the highest value of water pressure recorded
by the pressure gauge was the BP.
2.6 Histopathology Analysis
To assess how the structural changes influence the tissue quali-
tatively, histological examination of RF-fused tissue was carried
out. Samples of porcine small bowel were fused, and histologi-
cal sections were taken before and after fusion. The samples
were dissected and conserved in formaldehyde, stained with
hematoxylin and eosin (H&E), sliced transversal to the seal,
and were prepared on microscope slides.
3 Results
3.1 Tissue Temperature Evolution during Fusion
The tissue temperature variation was a result of the variation in
RF energy supplied to the tissue as determined by the specific
Fig. 2 Experimental setup for the laser-induced tissue fluorescence
system.
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impedance-control algorithm used. The embedded thermocou-
ple showed that the tissue temperature evolution during fusion
had two stages [a typical tissue temperature profile during fusion
is shown in Fig. 1(b)]: first the tissue temperature rose rapidly
from the initial tissue temperature to a higher value usually
within a few seconds and then the tissue temperature became
relatively stable, where the tissue temperature variation was
within the range of 60 to 90°C. Such temperatures ensure the
necessary collagen denaturation1,4 and are believed to be essen-
tial for a strong fusion. Temperatures that are too low (<60°C)
may not cause denaturation of collagen, and temperatures that
are too high should be avoided in practice because it may lead to
permanent damage of the tissue or necrosis.
3.2 Tissue Fusion and BP Tests
Tissue samples from the same animal were used in the fusion
experiment. Fusions were carried out by controlling the RF
energy in order to achieve a predetermined tissue impedance
variation with a rising slope of 0.01 Ω∕ms to an end impedance
of 200 Ω. Fifteen samples were fused with five each being fused
at the following CPs: 0.05, 0.15, and 0.25 MPa. After fluores-
cence spectroscopy, the fusion strength of these samples was
tested using the BP measurement device, and the results appear
in Fig. 3. The BP results obtained were in line with the previous
RF fusion strength study reported elsewhere.23 Fusions made at
Fig. 3 Burst pressure (BP) test results versus fusion compressive
pressure (CP).
Fig. 4 Hematoxylin and eosin (H&E)-stained histology images for samples fused at different CPs.
Images on the left are the cross-sections cut transversally across the fusion line, and images on the
right are the cross-sections cut parallel to the fusion line.
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higher CPs (0.15 and 0.25 MPa) had a higher mean BP of
∼40 mmHg. Samples fused at 0.05 MPa of CP displayed an
average BP of <10 mmHg. The histopathology and fluores-
cence spectroscopy results from these samples are given in
the following sections to understand the difference in the fusion
strength.
3.3 Histology
An additional six samples were selected from the same batch of
tissues and fused (two for each CP: 0.05, 0.15, and 0.25 MPa).
These samples were analyzed using fluorescence spectroscopy
followed by histology. The fluorescence spectra for these sam-
ples are not shown here, because we note that they exhibit
the same spectral characteristics and similar statistical and clas-
sification results as those presented in Fig. 5. The histology
characteristics should remain the same for all these samples as
they are from the same batch, as proven in another study.23
Histological images for fused samples are shown in Fig. 4.
At 0.05 MPa, some degree of thermal damage, as well
as tissue compression, can be seen. Residual muscle can still
be identified, and clear demarcation among tissue layers can
be observed. A higher CP at 0.15 MPa resulted in a much
thinner and homogeneous fused region with the disappearance
of structural features. Serosal and muscle layers were highly
compressed, the submucosa and mucosa were merged into
one homogeneous layer, and a higher thermal damage could
be seen. Finally, the observable features of fusions at 0.25 MPa
CP is similar to that of 0.15 MPa fusions, although some degree
of cracking can also be seen, which might be due to the forma-
tion of steam vacuoles during RF fusion. Samples fused at
0.05 MPa of CP were clearly underfused. Samples fused at
0.15 and 0.25 MPa of CP displayed similar architecture and fea-
tures, being closer to a well-fused state. These histology results
are consistent and reproducible among samples fused with equal
fusion parameters.
3.4 Fluorescence Spectroscopy
In total, 804 fluorescence spectrum acquisitions were made on
the 15 fused tissue samples with half made at each excitation
wavelength (375 and 405 nm). Of these, 240 were “control”
acquisitions on unfused tissue, 192 were “poorly fused” acquis-
itions at 0.05 MPa CP, and 372 were “well-fused” acquisitions at
0.15 and 0.25 MPa CPs. Figure 5 shows the mean fluorescence
spectra and associated standard deviation error bars. For each
excitation wavelength, both normalized (a.u., arbitrary units)
and non-normalized (counts) spectra are displayed in order to
show changes incurred to both waveform and overall intensity
of the spectra.
The 375-nm laser excited mean fluorescence spectra dis-
played a main emission peak close to 455 nm, a slight shoulder
around 500 to 515 nm, a secondary peak around 590 nm, and a
narrow peak at 680 nm. The 405-nm laser excitation spectra
showed a main peak in the 470- to 500-nm region and a secon-
dary peak around 590 nm. In the normalized spectra, the steep-
ness of the 375-nm excitation spectra seemed to increase in the
460- to 550-nm region from the “control” to “poorly fused” and
then to “well-fused” samples. In the control cases, a shoulder
was visible around 500 to 510 nm, which became less apparent
for the increased fusion cases. For the normalized 405-nm exci-
tation spectra, a slight blue shifting seemed to occur around
475 nm, and this primary peak had greater intensity. In the
non-normalized spectra, overall intensity appeared to increase
with fusion for both 375- and 405-nm excited spectra in the
440- to 470-nm and 470- to 490-nm bands, respectively.
Additionally, not only did the average intensity increase with
improved fusion, but also there was a greater variability in
the magnitude of this intensity among the acquired spectra.
3.5 Data Analysis
Kruskal–Wallis nonparametric testing was applied to the fluo-
rescence spectra, and based on the features of the mean fluores-
cence spectra, two spectral parameters were chosen: (1) the ratio
of normalized fluorescence emission intensity at two distinct
wavelengths: In ð520 nmÞ∕In ð490 nmÞ for 375-nm excitation
and In ð575 nmÞ∕In ð475 nmÞ for 405-nm excitation; (2) the
average intensity between 440 and 470 nm for 375-nm excita-
tion and between 470 and 490 nm for 405-nm excitation, sym-
bolized as It ð440 to 470 nmÞav and It ð470 to 490 nmÞav,
respectively. Note that these two ratios were selected based
on the direct observation of the prominent features in the
mean fluorescence spectra in Fig. 5. Figure 6 shows the
associated box plots for Kruskal–Wallis testing results. With
the significant level α ¼ 0.05, obtained P-values shows that
Fig. 5 Mean emission spectra (440 to 700 nm) with standard
deviation for “well-fused” versus “poorly fused” versus “control” sam-
ples: (a) 375-nm excitation and normalized to unit area, (b) 375-nm
excitation and non-normalized, (c) 405-nm excitation and normalized
to unit area, and (d) 405-nm excitation and non-normalized. The inte-
gration time used for collecting these spectra is 6 s.
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the means for these two parameters are significantly different
among the different classes.
Sparse multinomial logistic regression (SMLR) was applied
to the spectral dataset with the purpose of resorting to the most
relevant spectral features, enabling classification of data into
three classes: control, poorly fused, and well fused. Four hun-
dred two input samples were used, where each one consisted of
a concatenation of the normalized 375- and 405-nm excited
spectra of a given acquisition, associated to its appropriate qual-
ity of fusion label. The fluorescence emission values in the 435-
and 650-nm range were used as features in the SMLR test. To
assess SMLR classification, a K-fold cross-validation strategy
was adopted, where each subset contained the six nonindepend-
ent acquisitions made during each probing, yielding K ¼ 67.
The general accuracy in classifying the test data was 94.3%.
For well-fused tissue (as defined by BP testing), it could be dif-
ferentiated from poorly fused and control tissues via SMLRwith
95.2% sensitivity, 95.4% specificity, 94.7% positive predictive
value (PPV), and 95.8% negative predictive value (NPV).
Poorly fused tissue could be distinguished from other tissue
states with 89.5% sensitivity, 97.1% specificity, 90.5% PPV,
and 96.7% NPV. Control tissue could be distinguished from
any fused state with 100% sensitivity, 100% specificity,
100% PPV, and 100% NPV.
4 Discussion
The histological results in Fig. 4 show that the higher CP during
fusion led to significant changes to the tissue structures with a
homogeneous amalgam formed along the fusion line and the
boundary between the upper and lower mucosa layers com-
pletely removed. The BP tests also confirmed that fusions
where an amalgam was formed are stronger. The formation
of the amalgam can be understood as a result of the combination
of CP and heating. When RF energy was applied to the tissue
sample, the biological impedance of the tissue converted energy
into heat, which led to an increase in the local tissue tempera-
ture. At temperatures higher than 60°C, collagen fibers start to
be denatured,1,4 whereby the chains of collagen became untied
and formed more cross-links among each other. The application
of CP compressed the elastin, and as a result reduced the space
between collagen fibers, which may have enabled and acceler-
ated the formation of collagen cross-links. Therefore, we specu-
late that the amalgam along the fusion line consists of increased
collagen cross-linking, which consequently leads to strong
fusions. The laser-induced tissue fluorescence spectra were
believed to contain the additional information on collagen cross-
linking, which are unavailable with the existing tissue-fusion
characterization modalities.
There are a few studies on small bowel autofluorescence in
the literature. From the bowel spectroscopic measurements
reported in this article, spectral results seem to be consistent
with existing large bowel ex vivo studies at both 375 nm19,20
and 405 nm.20,22 The main fluorescence peak we observed
could be the combinations of fluorescence from collagen type
I, NADH, FAD. Additionally, there could be contributions
from bile and cholesterol too. Specifically, the 375-nm excited
shoulder in the 500-nm region can be attributed to FAD, and the
590-nm secondary peak might be related to lipopigments14,24 or
to increased hemoglobin absorption in the 540- to 580-nm
region.25 The variable appearance of a peak at 680 nm for
some of the acquisitions is thought to be correlated to the
fluid bowel contents still existent in the luminal area of some
samples. Bowel contents are rich in lipids, lipopigments (e.g.,
lipofuscin), and bile acids,26 all of which emit fluorescence
above 600 nm for our excitation wavelengths.13,14 This would
also explain why the 680-nm peak appears more often for con-
trol (Fig. 5), since in fused samples the fluid contents would
have been expelled sideways.
In the previous studies coupling thermo-transformations to
tissue fluorescence, Tang et al.27 and Buttemere et al.25 noticed
Fig. 6 Box plots for the Kruskal–Wallis test data: (a) In ð520 nmÞ∕In ð490 nmÞ for 375-nm excitation,
(b) In ð575 nmÞ∕In ð475 nmÞ for 405-nm excitation, (c) I t ð440 to 470 nmÞav for 375-nm excitation, and
(d) I t ð470 to 490 nmÞav for 405-nm excitation. P values for (a–d) are 4.24 × 10−10, 2.30 × 10−9,
1.12 × 10−10, and 2.41 × 10−9, respectively.
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decrease in intensity, whereas our results show increases in
intensity in the 440- to 500-nm range. This contradiction is
understandable because the previous works studied the sole
effect of laser damage on the tissue, or tissue necrosis, which
is different from the process in RF fusion that aims to seal
the tissue instead of causing damage. Changes in NADH and
FAD fluorescence probably arise due to the fact that thermal
damage leads to the destruction of cellular organelles, namely
mitochondria, which might in turn alter NADH and FAD meta-
bolic states or even destroy the molecules as a whole.25
Increase in fluorescence emission intensity, especially in
the 440- to 500-nm range, may arise from both collagen cross-
linking and tissue architectural changes. On one hand, the
heat produced by RF energy on tissue leads to the breaking
of existing collagen bonds, and then new collagen cross-links
form as a result of applied RF energy and compression. On
the other hand, the significant increases in fluorescence intensity
are considered to be related to the general tissue architectural
changes due to the joint action of RF energy and pressure.
First, as seen in the H&E sections and from the previous experi-
ments, the thickness of the well-fused bowel ranges from 25 to
50 μm, as opposed to native bowel that might have a two-walled
thickness on the order of millimeters.28 Since the laser-light
penetration depth is only a few hundred micrometers,14,19 for
fused samples, excitation and fluorescence collection are
possible throughout the entire sample depth. Second, the fact
that bowel layers are compressed means that there is a higher
concentration of fluorophores per unit volume in fused samples
compared with normal tissues. A third factor is the compaction,
which means that the probe is in closer contact with the most
fluorescent layer, the submucosa.
5 Conclusions
We have proposed and demonstrated for the first time the use of
LIF to characterize fused tissues in heat-induced tissue fusion.
The fluorescence results were correlated to both BP and histo-
logical results to provide further insights into the mechanism for
heat-induced tissue fusion. The fluorescence spectra and statis-
tical analysis clearly show that different tissue fusion classes
have distinct fluorescence spectral features. This paves the
way for using LIF as an advanced feedback control method
to understand as well as to control the fusion. The existing
parameters in tissue-fusion feedback control are mainly tissue
temperature and impedance. Unfortunately, these two parame-
ters do not provide the most reliable indication of the quality of
the tissue seal. By using fluorescence as an additional parameter,
the formation of the collagen cross-link-based amalgam can be
directly monitored, which further reveals the fusion strength. In
addition to parameters studied previously such as temperature,
thermal damage spread, impedance, ultrasonography, or optical
transmission, fluorescence spectroscopy potentially offers an
attractive solution in monitoring and optimizing RF tissue
fusion.
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